Introduction {#S0001}
============

Atrial fibrillation (AF) is the most commonly diagnosed supraventricular cardiac arrhythmia. Its incidence rises with age: from 0.5% in individuals younger than 40 to over 15% in individuals above the age of 80 \[[@CIT0001]\]. The most serious risks associated with AF are thromboembolic complications, ischemic stroke in particular. It is estimated that approximately 90% of all thrombi from the left atrium originate from its appendage \[[@CIT0001]\]. Strokes are considered to be the third major cause of death in Poland and Europe and the most common cause of disability in individuals \> 40 years of age. The yearly incidence of stroke as a complication of AF is estimated at approximately 5% \[[@CIT0002], [@CIT0003]\]. Atrial fibrillation is observed in 17% of patients diagnosed with stroke; above the age of 80, this rises to 25% \[[@CIT0001]\]. The frequency of these incidents is constantly rising despite the increasingly widespread use of anticoagulation therapy. In practice, treatment with oral anticoagulants (coumarin derivatives and novel oral anticoagulants) proves dangerous for many patients. In the case of coumarin derivatives, difficulties in maintaining INR values within the therapeutic range may lead to the occurrence of severe complications. These include both thromboembolic complications (such as ischemic stroke) and bleeding complications (such as hemorrhagic stroke or bleeding into the gastrointestinal tract). According to the literature, 23% of significant life-threatening bleeding events occurred after the INR value exceed-ed 4 \[[@CIT0004]\]. The novel oral anticoagulants introduced over the last few years are becoming increasingly widespread in the treatment of AF patients despite their relatively high prices. In comparison with coumarin derivatives, they are associated with lower risk of hemorrhagic stroke and do not require INR monitoring.

The above circumstances have prompted a search for an effective method of AF prevention that does not have the flaws associated with the use of oral anticoagulants.

According to multicenter randomized clinical studies, percutaneous left atrial appendage occlusion (PLAAO) has proved to be a safe procedure, and its results are not inferior to treatment with warfarin or novel oral anticoagulants in terms of effectiveness in preventing ischemic stroke and thrombotic complications \[[@CIT0001]--[@CIT0004]\].

Aim {#S20002}
===

The aim of this paper is to present the results of PLAAO treatment in a group of 34 patients with non-valvular atrial fibrillation and contraindications for the use of oral anticoagulants.

Material and methods {#S0003}
====================

Percutaneous left atrial appendage occlusion was performed in 34 patients: 20 men and 14 women. The mean age was 72 years (46-89 years). Paroxysmal atrial fibrillation was found in the medical history of 38% of the patients, while 58% had longstanding persistent atrial fibrillation. Half of the qualified patients suffered from serious bleeding requiring hospitalization at the department of gastroenterology. The qualification criteria were in accordance with the guidelines of the European Society of Cardiology from 2012. The procedure was performed in patients with non-valvular AF. In most of the patients, prior oral antithrombotic treatment had been associated with the occurrence of complications or had been unsuccessful. Patient characteristics, including indications for PLAAO, are presented in [Table I](#T0001){ref-type="table"}. The study included patients with contraindications for oral anticoagulants and patients in whom the adequate dosage could not be determined due to labile INR values. Risk factors for stroke were assessed using the CHADS~2~ and CHA~2~DS~2~VASc scales and the risk of bleeding assessment based on the HAS-BLED score. The mean CHADS~2~ score was 3 points, CHA~2~DS~2~VASc: 5 points, and HAS-BLED: 4.8 points.

###### 

Preoperative characteristics of the group of 34 patients qualified for PLAAO procedures. Mean values and min-max ranges are presented. The occurrence of stroke and bleeding complications is presented as percentages

  Parameter                     Value
  ----------------------------- ---------------------
  Men                           20
  Women                         14
  Age                           72 (46-87)
  Weight \[kg\]                 77.2 (36-128)
  Height \[m\]                  1.65 (1.47-1.95)
  BMI \[kg/m^2^\]               28.42 (15.79-47.59)
  Paroxysmal AF                 13 (38%)
  Longstanding persistent AF    20 (58%)
  Ischemic stroke               10 (29%)
  Hemorrhagic stroke            1 (2.9%)
  Bleeding in medical history   17 (50%)
  Previous cardiac surgery      14 (42%)
  HAS-BLED score                4.8 (3-7)
  CHA~2~DS~2~VASc score         5.4 (3-9)
  CHADS~2~ score                3.2 (3-6)
  EF \[%\]                      53 (29-68)
  Occluder diameter \[mm\]      25 (18-31)

According to the ESC guidelines, the performance of PLAAO should be considered in patients with high risk of stroke and contraindications for oral antithrombotic therapy: recommendation class IIb, evidence level B \[[@CIT0001]\]. A CHA~2~DS~2~VASc score of 3 points is used as a qualifying criterion in the recommendations of the Polish National Health Fund (*Narodowy Fundusz Zdrowia* -- NFZ). The procedure is contraindicated in patients diagnosed with mitral valve stenosis or the presence of thrombus in the left atrial appendage.

Implantation procedure {#S20004}
----------------------

All patients underwent transesophageal echocardiography (TEE) 24 hours before the procedure in order to exclude the presence of thrombus in the left atrial appendage. The patients were hydrated in order to optimize atrial filling. The procedure was performed under general anesthesia and antibiotic protection (2^nd^ generation cephalosporin). Heparin, dosed at 100 U/kg b.w., was administered in two doses: the first after the introduction of the catheter into the lumen of the superior vena cava, the second after transseptal puncture and the introduction of the catheter into the lumen of the left atrium. Mean left atrial pressure was measured, and 10 mm Hg was assumed as the value allowing for continuation of the procedure. Using contrast fluoroscopy, the left atrial appendage was visualized selectively in order to evaluate the anatomy. Angiography was performed using RAO 20° -- caudal 20° and RAO 30° -- cranial 10° projections. Simultaneously, the performed actions were constantly monitored using 2D and 3D TEE. During the first stage of the procedure, this examination is particularly useful for determining the optimal site of transseptal puncture; during the subsequent stages, TEE is used to establish the dimensions of the left atrial appendage, control the implantation process, and provide ultimate confirmation that the occluder system is in the proper position. For the first time in Poland, our center performed LAAO procedures using the EchoNavigator, a system for precise tissue visualization. It provides a perfect view of the anatomy, facilitating more accurate diagnosis and the selection of adequate treatment methods. EchoNavigator automatically combines the imaging functions of TEE and angiography in real time. This significantly improves the effectiveness of the performed procedure, simultaneously reducing the amount of contrast and the dose of radiation to which the patient is exposed. To close the appendage of the left atrium, we used the Amplatzer Amulet occluder manufactured by St. Jude Medical.

This type of occluder consists of two main elements:A cylindrical core, which is introduced into the lumen of the left atrial appendage; the core is equipped with numerous "hooks" along its margin, anchoring it to the walls of the appendage. This part of the occluder is called its "lobe" by the manufacturer.A flat, platelike disk covering the appendage\'s ostium from the side of the atrial cavity.

The occluder\'s diameter was selected based on echocardiographic examination and tables provided by the manufacturer (St. Jude). When the appendage\'s dimension fell in between the table values, the larger occluder was implanted. The removal of the delivery systems and placing a compression dressing on the femoral vein constituted the last stage of the procedure.

The criteria for the correct implantation {#S20005}
-----------------------------------------

The criteria for the correct implantation of the occlusion system include:The expanded lobe is tire-shaped,The lobe is separated from the disk, ensuring a stable position,The disk is concave,The lobe axis is aligned with the axis of the left atrial appendage neck,2/3 of the lobe\'s length is placed distally in relation to the circumflex branch of the left coronary artery ([Figs. 1](#F0001){ref-type="fig"}--[3](#F0003){ref-type="fig"}).

![Body mass index values and ADP test results in a group of 20 patients. The yellow arrows indicate patients in whom the ADP test values correspond to the reference values for no clopidogrel use](KITP-13-27917-g001){#F0001}

![Establishing the dimensions of the LA appendage](KITP-13-27917-g002){#F0002}

![Amplatzer Amulet -- a left atrial appendage occluder from St. Jude Medical](KITP-13-27917-g003){#F0003}

Postoperative management {#S20006}
------------------------

After the procedure, each patient was transferred to the postoperative room, where they were woken and extubated within 1 hour after the implantation. During the first postoperative day, transathoracic echocardiography (TEE) was performed in order to assess the occluder\'s position and the presence of fluid in the pericardial sac. In cases of doubt, additional TEE was performed. During postoperative hospitalization, 1 mg/kg b.w. of low-molecular-weight heparin was administered twice per day, and double antiplatelet therapy was started: ASA 75 mg and CLO 75 mg. This antiplatelet therapy was recommended for a period of 6 months. Subsequently, an ASA dose of 75 mg/day was recommended. The efficacy of the antiplatelet treatment was assessed on the 30^th^ postoperative day. Due to the limited availability of the Multiplate analyzer (Roche Diagnostics), blood platelet activity was tested in 20 out of 34 patients using multiple electrode impedance aggregometry. The method consists in measuring the change in electrical impedance while blood platelets adhere and aggregate to two electrodes, as registered by the analyzer for 6 consecutive minutes. The result takes the form of an receiver operating characteristic (ROC) curve. The obtained parameters are aggregation and velocity (of the curve increase). The result is expressed as the area under the curve (AUC). The reference range of the ASPI test without the use of ASA is 51-117 U. The reference range of the ADP test without the use of clopidogrel is 57-113 U. Due to the assumed regimen of double antiplatelet therapy, each patient underwent an ASPI test to determine the efficacy of ASA and an ADP test to establish the sensitivity to clopidogrel. All patients reported regular self-administration of the recommended medication doses (75 mg ASA and 75 mg CLO). In the described patient group, no resistance to ASA was observed; the mean value of the ASPI test was 23 U. The mean value of the ADP test was 45 U. The ADP values in 5 (25%) patients with high body mass index (BMI) fell within the reference range for no clopidogrel use. The BMI values and ADP results are collated in [Figure 1](#F0001){ref-type="fig"}.

Statistical analysis {#S20007}
--------------------

Statistical analysis was performed using Pearson\'s *r*: the result (0.332) demonstrated a weak correlation between the BMI values and ADP test results. A detailed collation of BMI and ADP values in the 5 described patients is presented in [Table II](#T0002){ref-type="table"}. Control TEE was performed 1 and 6 months after the implantation.

###### 

Characteristics of 5 patients in whom the ADP test values correspond to the reference values for no clopidogrel use

  Gender   Age   BMI     ASP test (U)   ADP test (U)
  -------- ----- ------- -------------- --------------
  Male     64    39.79   34             106
  Male     77    28.63   38             84
  Female   65    25.91   38             84
  Female   72    47.59   37             65
  Male     74    34.63   35             89

Results {#S0008}
=======

No occluder dislocation, leakage, or thrombi within the left atrium were observed during the hospitalization. There were no cases of ischemic/hemorrhagic stroke, mitral insufficiency, or myocardial infarction. The most common complications after the implantation were local complications observed in 3 patients -- hematomas of the subcutaneous tissue in the inguinal region, which occurred after femoral vein puncture. In 1 patient, cardiac tamponade developed, which required surgical decompression in the operating room. The bleeding was found to have originated from an injury of the left pulmonary artery\'s adventitia by the occluder hooks. This complication, associated with the particular topography of the appendage and pulmonary artery, is very rare. This type of anatomy has recently been included in relative contraindications for PLAAO by an expert panel. Throughout the 6 months of follow-up, there were no bleeding complications, arterial embolisms, or strokes. The TEE did not demonstrate any cases of occluder dislocation, leakage around the occluder, or thrombi on the disks.

A detailed discussion of adverse events is presented in [Table III](#T0003){ref-type="table"}.

###### 

Adverse events in the group of 34 patients undergoing PLAAO

  No.   Complication                       Cause of complication                                                                                                                                                                               Management                                                                         Conclusions
  ----- ---------------------------------- --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ---------------------------------------------------------------------------------- ------------------------------------------------------------------------------------------------------------------------------------------------------
  1     Cardiac tamponade                  Due to the unfavorable anatomy of the appendage, the hooks stabilizing the lobe of the occluder damaged the adventitia of the pulmonary artery; tamponade occurred on the 2^nd^ postoperative day   Sternotomy, cardiac decompression, LA appendage control                            Patient discharged from the department on the 7^th^ postoperative day. Paying attention to anatomical features of the region around the LA appendage
  2     Bleeding from the femoral artery   Accidental puncture of the artery during the procedure, significant susceptibility to bleeding after antiplatelet agents                                                                            Surgical intervention within the groin, bleeding site repair, suturing the wound   Femoral vein puncture under ultrasound control; in the case of arterial puncture -- Angio-Seal implantation
  3     Bleeding from the femoral vein     Accidental puncture of a collateral branch of the femoral vein. Bleeding from the femoral vein                                                                                                      Surgical intervention within the groin, bleeding site repair, suturing the wound   Femoral vein puncture under ultrasound control. Compression dressing
  4     Bleeding from the femoral vein     Puncture of the lateral wall of the femoral vein. Bleeding from the femoral vein                                                                                                                    Surgical intervention within the groin, bleeding site repair, suturing the wound   Femoral vein puncture under ultrasound control. Compression dressing

[Table IV](#T0004){ref-type="table"} presents the length of hospitalization after PLAAO.

###### 

Length of hospitalization after PLAAO

  --------------------------------------------------- ------------- --------
  Discharged on the 2^nd^ day after PLAAO             1 patient     2.9%
  Discharged on the 3^rd^ day after PLAAO             21 patients   61.76%
  Discharged on the 4^th^ day after PLAAO             4 patients    11.76%
  Discharged on the 5^th^ day after PLAAO             2 patients    5.88%
  Discharged later than on the 5^th^ day after LAAO   6 patients    17.62%
  --------------------------------------------------- ------------- --------

Discussion {#S0009}
==========

As mentioned in the introduction, percutaneous left atrial appendage occlusion is intended for patients with high risk of stroke and contraindications for anticoagulant use \[[@CIT0001]\]. As demonstrated by the PROTECT AF and PREVAIL studies on the basis of randomized studies, the efficacy of occlusion systems has proved to be non-inferior to pharmacotherapy (both with warfarin derivatives and novel oral anticoagulants) in terms of preventing stroke and embolic complications \[[@CIT0002], [@CIT0004], [@CIT0005]\]. In the described group of 34 patients, no occurrences of ischemic/hemorrhagic stroke or signs of peripheral embolization were observed during the 6 months of follow-up. In a study by Reddy *et al*. \[[@CIT0003]\], the incidence of stroke and peripheral embolic complications in a group of 150 patients was 2.3% per year (hemorrhagic stroke: 1.7% and bleeding complications: 0.6% per year). In other large studies, the mean rate of stroke/TIA varied between 2% and 3%; it was 70% lower than the value predicted by the CHA~2~DS~2~VASc score. In a study by López Minguez *et al*. \[[@CIT0006]\], presenting the 2-year follow-up of a group of 167 PLAAO patients, a statistically significant difference was found between the rate of stroke complications in the PLAAO group and the rate of complications predicted by the CHA~2~DS~2~VASc scores: 2.4% vs. 9.6%; *p* \< 0.003. Similarly, a statistically significant difference was found between the occurrence of bleeding complications in PLAAO patients and the risk predicted by the HAS-BLED scores: 3.1% vs. 6.6%; *p* = 0.047 \[[@CIT0006]\].

Thrombi on the occluder are usually located in the upper quadrant between the disk and the left margin of the LA appendage wall. The risk of thrombus development can be reduced by improving the delivery system and implantation technique, using heparin both before and after the transseptal puncture, and measuring the activated clotting time (ACT). The thrombi are usually 5-10 mm in size and respond well to treatment with low-molecular-weight heparin. When the occluder is covered with epithelium, the risk of thrombus development is low. In the study by López Minguez *et al*., thrombus developed in 8% of 167 patients. This is consistent with the literature, describing the occurrence of thrombus in 8-17% of cases \[[@CIT0007]--[@CIT0014]\]. In the case of PLAAO procedures, several anticoagulation regimens are recommended after implantation. In the PROTECT AF study \[[@CIT0015]\], within the first 2 months after the implantation of a Watchman occluder, warfarin was administered for 45 days, followed by double antiplatelet therapy. In other studies, double antiplatelet therapy was used for 3 months and followed by ASA alone for the next 3 months \[[@CIT0007]--[@CIT0014]\]. In our group, no thrombus development was observed during the 6-month follow-up. For 6 months, all patients adhered to the regimen of double antiplatelet therapy, which was followed by ASA monotherapy.

In order to confirm the efficacy of the employed treatment in all patients, blood platelet activity was determined using the Multiplate analyzer. No ASA resistance was found in our group. Clopidogrel treatment was found ineffective in 5 patients -- the results of the platelet activity test (ADP) were within the normal range. The patients stated that they received the standard dose of medication (75 mg ASA and 75 mg clopidogrel) at the same time each day. According to the literature, ASA resistance occurs in 5% to as many as 60% of patients receiving this agent. The reasons are multifactorial, ranging from concurrent use of nonsteroidal anti-inflammatory agents, through increased propensity of platelets to aggregate due to increased catecholamine ejection, to polymorphism of the gene encoding COX-1 \[[@CIT0016]\]. Resistance to standard doses of clopidogrel occurs in 5-10% of cases. A further 25% of patients are described as partially sensitive. The causes of resistance are unknown. They are likely associated with a polymorphism within the platelet receptor P2Y12. As stated in the literature, clopidogrel resistance may also result from doses that are too small, especially in the group of patients with high BMI values \[[@CIT0016]\]. The relationship between blood platelet function and body mass was confirmed in a study by Campello *et al*. \[[@CIT0017]\]. The researchers found a statistically significant relationship between obesity and increased blood platelet activity. Our study revealed a weak correlation between BMI and clopidogrel resistance. The study group was not numerous, as it encompassed only 20 patients. Therefore, further observations will be necessary. No unambiguous management scheme has been established for suspected clopidogrel resistance. Relevant publications recommend increasing the dose or switching to prasugrel. In the case of the 5 patients described in our study, the clopidogrel dose was increased to 150 mg/day, and the patients were advised to report back within 3 months in order to undergo a control Multiplate analysis. A crucial risk factor considered in patients qualified for PLAAO procedures is bleeding resulting from the employed anticoagulation treatment (HAS-BLED scale). The study by López Minguez *et al*. \[[@CIT0006]\] compared the occurrence of bleeding with the number of hemorrhages predicted by the HAS-BLED scores in a 12-month follow-up of patients after occluder implantation. Significant bleeding occurred in 3.1% of the patients, while the expected percentage (based on HAS-BLED) was 6.6% (*p* = 0.047). According to the literature, the risk of bleeding is 3-6% or even 10%. Most of the described hemorrhages are from the gastrointestinal tract. A decided majority of publications include a follow-up of patients implanted with the Watchman system, which requires the use of warfarin derivatives for 3 months after the implantation. In our group, as mentioned above, the bleeding was only local (puncture of the femoral artery and vein). Bleeding from the gastrointestinal tract was not observed. In the described group, 1 patient suffered from tamponade on the 2^nd^ postoperative day. Its probable cause was the unfavorable anatomy of the appendage and its position in relation to the pulmonary artery. The hooks stabilizing the occluder\'s lobe damaged the adventitia of the pulmonary artery. In such cases, qualifying the patients for thoracoscopic LAAO using the AtriCLip system should be considered, as proposed by Suwalski *et al*. \[[@CIT0018]\]. Another system for LA appendage occlusion is the LARIAT system. A study by Bartus *et al*. is one of the publications presenting examples of its use. Two clinical cases described in their study confirm the effectiveness of occlusion and discuss histological changes -- the presence of an inflammatory process, fibrosis, cicatrization, and endothelialization of the endocardial surface of the LA appendage. However, the authors recommend considering prophylaxis in the form of anti-inflammatory agents and antiplatelet therapy (in one of the described cases, thrombi were found within the occluded LA cavity) \[[@CIT0019]\]. As mentioned before, the most common group of complications after implantation were local complications. According to a study by Lewandowski *et al*., the incidence of local complications after interventional cardiac procedures is estimated at 15-20%. This percentage is higher if systems with diameters larger than 9 Fr are used \[[@CIT0020]\]. The Amplatzer Amulet system is implanted using vascular sheath sizes 12 Fr or 14 Fr. Due to vascular complications, we currently perform femoral vein puncture under ultrasound control in every patient qualified for a PLAAO procedure. We are also considering introducing percutaneous occlusion systems. In special cases, it is possible to surgically dissect the femoral vein and suture the punctured vein with a direct suture. At present, we are observing a decreasing number of local postoperative complications among patients qualified for PLAAO prospectively.

The PLAAO procedure is associated with relatively low procedural risk. In accordance with the binding guidelines, the procedure is intended for patients with high risk of stroke and contraindications for chronic oral antithrombotic therapy: recommendation class IIb, evidence level B \[[@CIT0001]\]. According to our observations, the number of patients meeting the qualification criteria is rising. We believe that the safest location for the performance of PLAAO procedures is a hybrid cardiac operating room which meets the rigorous aseptic criteria and enables the surgeons to immediately convert to an open procedure if life-threatening complications occur.
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